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We analytically derive and experimentally demonstrate a method for the simultaneous
measurement of deflection for large arrays of cantilevers. The Fresnel diffraction patterns of a
cantilever independently reveal tilt, curvature, cubic, and higher order bending of the cantilever. It
provides a calibrated absolute measurement of the polynomial coefficients describing the cantilever
shape, without careful alignment and could be applied to several cantilevers simultaneously with
no added complexity. We show that the method is easily implemented, works in both liquid media
and in air, for a broad range of displacements and is especially suited to the requirements for multi-
marker biosensors.VC 2013 AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4813265]
Silicon-based microfabrication has enabled not only the
electronics revolution but also made micromechanics nearly
as ubiquitous, with applications from motion sensing to bio-
chemical analysis.1,2 The atomic force microscope,3,4 where
the motion of a small tip at the end of a cantilever traces
nanoscale features on surfaces, provides the fundamental
paradigms for nanomechanical metrology, including optical
readouts of cantilever displacement and bending. Such read-
out typically requires careful and costly alignment of me-
chanical and optical elements. Here, we demonstrate an
alternative approach based on the recognition that in many
applications we are interested not so much in the motion of a
tip as in the overall curvature of a cantilever. In particular,
near field imaging of entire cantilevers yields diffraction pat-
terns providing precise measures of the tilt, curvature, and
higher order bending components of cantilevers. Even while
we have used very inexpensive components and no careful
alignment is required, we obtain sensitivity to nm-scale
motion of the cantilever end.
There are many methods to measure the displacement of
microstructures such as AFM cantilevers.4 They are based
on various physical principles, including optics,5 piezoresist-
ance,6,7 field-effect transistors,8 and capacitance.9 The
method most commonly used, and still the most sensitive
and reliable, is the optical lever or optical beam deflection
technique (OBDT)10,11—implemented in the AFM market—
and optical interferometry.12–14 No detection method is opti-
mal for all types of measurements and the growing use of
cantilevers as multiplexed biosensors imposes its own chal-
lenges,15 particularly in the case of arrays of several cantile-
vers. Cantilever arrays are used to obtain simultaneous
detection of different targets, increase statistical significance,
in-situ control, and for differential measurements.16,17 They
require detection systems with a complexity that typically
scales with the number of cantilevers in the array. Examples
of such systems include arrays of illuminating lasers with a
single multiplexed detector18 or 2D scanners of a single laser
beam employing voice-coil actuators,19 which are simply
extensions of OBDT for cantilever arrays.
The main drawback of the common optical techniques is
the challenge of accurately aligning each illuminating source
with its corresponding cantilever and detector, making it dif-
ficult to measure large numbers of cantilevers without an
elaborate pre-measurement protocol. A further limitation,
particularly of OBDT (Fig. 1(a)), comes from the fact that
the observed quantity is the local change in angle and dis-
placement of the lever at the point of illumination, and there-
fore cantilever tilt and bending cannot be distinguished in a
single measurement. Also, a bending model must be
assumed to estimate the true beam curvature. Efforts to mea-
sure the whole cantilever profile have partially addressed the
latter issue using scanning or an array of Light-Emitting
Diodes (LEDs).20 Research has revealed that commonly
assumed bending profiles may not be as realistic as
expected,21 providing further justification for the develop-
ment of a simple technique for imaging cantilever bending.
In this letter, we describe a method for the direct and
calibrated measurement of cantilever bending profiles that
requires no scanning or alignment of the illumination and
does not assume particular bending models. We show that an
FIG. 1. Concepts for standard and proposed optical detection methods. (a)
The OBDT requires a focused beam carefully aligned to a cantilever and the
center of a segmented photo-diode. (b) In the NANOBE technique, a broad
beam illuminates the whole cantilever array generating a diffraction pattern
projected onto a CMOS detector. The intensity profile of the diffraction pat-
tern is insensitive to misalignments but sensitive to the details of the cantile-
ver bending.
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out-of-focus image of the whole cantilever array is enough
to estimate at least the first four coefficients of a polynomial
describing the cantilever shape for each of the cantilevers in
an array independently, making it suitable for multi-marker
biological essays. We name this technique NANOBE for
No-Alignment Nearfield Optical Bending Estimation.
To detect bending profiles, we illuminate a cantilever
array with a homogeneous monochromatic plane wave and
measure the intensity pattern of the reflected light (Fig. 1(b)).
Based on the Huygens-Fresnel principle, we model the
reflected component from the finite-size cantilever as a rectan-
gular source in the plane ðn; gÞ. We express the wave ampli-
tude in the observing plane (x,y) as the convolution integral22
Uðx; yÞ ¼ e
ikz
ikz
ðð
U
1
1
ðn; gÞ ei pkz½ðxnÞ2þðygÞ2dndg; (1)
where Uðn; gÞ is the function defining the amplitude and
phase at the source. We model the shape of the cantilever as
a rectangle of dimensions (w,l) and the bending profile by a
polynomial function PðnÞ ¼P cini with i  1; although
here we assume bending only along the n direction which is
the long axis of the cantilever, our results can be generalized
to Pðn; gÞ taking account of arbitrary curvature. The bending
of the surface introduces a difference in the optical path,
which introduces a phase / ¼ 4pk1PðnÞ. The field ampli-
tude at the source is well described by
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l
 
e
4pi
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w
 
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where rectðxÞ ¼ 1 for jxj < 1=2 and zero otherwise. We
concentrate attention on the x coordinate along the cantile-
ver and rewrite Eq. (1) to separate variables Uðx; yÞ ¼
i expðikzÞ IðxÞIðyÞ and considering that the observed in-
tensity Iðx; yÞ ¼ jUðx; yÞj2 ¼ jIðxÞj2 jIðyÞj2 we analyze the
value of
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kz
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k
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We now use the first two terms of PðnÞ to complete a
squared binomial for n and for convenience rewrite Eq. (3) as
IðxÞ ¼ A
ðL=2
L=2
e
i pkz m
xs
m nð Þ2þ4z
X
i3
cini
 
dn; (4)
with m ¼ 1þ 4c2z; s ¼ 2c1z and
A ¼ ðkzÞ12exp i 4p
km
ðc2x2 þ c1x c21zÞ
 
: (5)
If we neglect cubic and higher order terms in the poly-
nomial description of the cantilever curvature, i.e., assuming
ci  0 8 i > 2, we can introduce a change of variables and a
corresponding change in integration limits to find a familiar
result. Using
aðnÞ ¼
ﬃﬃﬃﬃﬃﬃ
2m
kz
r
x s
m
 n
 
; (6)
we obtain the solution for a rectangular slit
IðxÞ ¼

ðCða2Þ  Cða1ÞÞ2 þ ðSða2Þ  Sða1ÞÞ2

2m
; (7)
where CðaÞ and SðaÞ are Fresnel Integrals defined as
CðaiÞ ¼
Ð ai
0
cosðpa2=2Þda; and SðaiÞ ¼
Ð ai
0
sinðpa2=2Þda and
the integration limits a1 ¼ aðL=2Þ and a2 ¼ aðL=2Þ
a1 ¼
ﬃﬃﬃ
2
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The inset of Figure 1(b) shows calculated 2D patterns given
by Iðx; yÞ ¼ jIðxÞj2 jIðyÞj2 resembling experimentally
observed patterns. Figure 2(a) shows I(x) for a rectangular
slit or a flat cantilever, i.e., ci ¼ 0 8i as a function of the
Fresnel number F ¼ L2ðkzÞ1, where L is the cantilever
length, and z the distance from the cantilever at which the in-
tensity is measured (insets are intensity profiles for specific
abscissa value). In what follows, we analyze the influence of
each coefficient ci 6¼ 0 on the observed diffraction pattern.
From Eq. (6) itself and Figure 2(b), we see that a non-
vanishing tilt c1 results in a shift s ¼ 2c1z of the diffraction
pattern, as expected from the tilt of any reflecting surface.
Similarly from Figure 2(c), provided z 6¼ 0, a non-zero c2
causes a magnification m ¼ 1þ 4c2z in the pattern size and
FIG. 2. Intensity map I(x), where x is pixel position along cantilever direc-
tion on the detector, for a cantilever as a function of different relevant varia-
bles. Insets are vertical cross-sections of the intensity map showing the
intensity profiles for specific abscissa values. The horizontal axes are (a)
Fresnel number F ¼ L2ðkzÞ1, where L is the cantilever length, and z the
distance from the cantilever at which the intensity is measured, (b) c1 the
cantilever tilt, (c) c2 the cantilever curvature, and (d) c3 the cubic bending.
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m1 in the intensity. The magnification does not come from
the negligible displacement of the cantilever ends but is
intrinsic to the curvature of the reflecting surface. Both
effects do not otherwise distort the shape of the diffraction
pattern.
Higher order contributions to the curvature are more
easily studied by numerically integrating Eq. (4). Figure 2(d)
shows the Fresnel diffraction pattern for a cantilever with a
deflection profile PðxÞ / x3. Cubic bending shown in
Figure 2(d) features intensity gradients and pattern shifts,
both proportional to c3. Quartic bending (not shown) creates
a curvature in the intensity profile as well as a change in the
pattern length.
Figure 3(a) illustrates the experiment where a broad
(16:8mm) collimated laser beam (k ¼ 660 nm) illuminates a
cantilever array. A 4 microscope objective and a CMOS
sensor focused in a plane at a distance z from the cantilever
maps the diffraction pattern from the cantilevers. The array
(purchased from IBM) consisted of up to eight rectangular
silicon (100) cantilevers, each measuring 500 lm in length,
100 lm in width, and 0:9lm in thickness and a nominal
spring constant of 0:02N=m. The cantilevers were coated on
one side with a 2 nm titanium adhesion layer and then 20 nm
of gold. The diffraction pattern size is calculated in units of
pixels by software calculating the distance between intensity
threshold crossings or, more preferable, using the second
central moment of the intensity profile I(j)23
So ¼ 2
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
3
X
IðjÞðj lÞ2X
IðjÞ
vuut : (10)
We test the method experimentally for deflections in
excess of 1 lm by measuring the diffraction pattern as a
function of cantilever bending where we poke the cantilever
end in air with a glass tip (Fig. 3(b)) attached to a well-
calibrated piezoelectric actuator (P-363 PicoCube XYZ
Piezo Scanner by Physik Instrumente GmbH). The concen-
trated load at the free end is expected to cause a bending
profile proportional to x2ð3L xÞ, where L is the cantilever
length.24 Along with the controlled displacement, we
observe both a change of the size of the diffraction pattern as
well as a gradient in the intensity, characteristic of both para-
bolic and cubic bending (Fig. 3(c) top pattern). The change
in pattern size displays the approximately linear predicted
relationship with the displacement caused by the actuator.
Figure 3(d) shows the overlap of experimental data (dots)
and numerically integrated model (line).
We further test the method in fluid by functionalizing
the surface of individual cantilevers with either mercapto-
hexadecanoic acid HS(CH2)15COOH, here abbreviated
MHA, or hexadecanethiol HS(CH2)15CH3, here abbreviated
HDT, via incubation in an array of glass microcapillaries.
The protonation/deprotonation of MHA at different pH
causes a differential surface stress inducing cantilever bend-
ing. HDT has identical chain length and similar packing den-
sity to MHA but differs in the terminal methyl group which
is non-ionizable and therefore is used as a reference.25 The
cantilever array is then mounted in a liquid cell with a sap-
phire window to allow illumination and imaging. An auto-
mated system of syringes and valves was developed to
control the delivery of sodium phosphate mono and dibasic
solution pH 4.8 and pH 9.0 at a constant rate of 43 ll=min
and controlled temperature of 25:0060:01C. The supple-
mentary material23 shows a schematic as well as photograph
of the instrumental prototype which we have constructed for
these measurements. Figure 3(e) shows the distinctive
changes in pattern size as we alternately flow solutions with
pH 4.8 and pH 9.0. The main changes in curvature are attrib-
uted to the differential stress caused by protonation/deproto-
nation. The mean relative deflection for MHA cantilevers is
calculated to be 249:868:6 nm, consistent with previous
results.26 The mean relative deflection for HDT is somehow
smaller than previous results (137:264:8 nm) giving a differ-
ential stress between MHA and HDT-coated cantilevers of
around 22:061:9mN=m, 52% bigger than expected.27
Observing the initial curvatures in Figure 3(e), we see that
NANOBE reveals that HDT and MHA functionalization
FIG. 3. Experimental measurements using NANOBE method. (a) Setup
schematics: A cantilever array is illuminated with a broad laser beam
through a cubic beam-splitter and the reflected light captured by a lens and
CCD. (b) A single cantilever is pushed with a glass tip mounted over a cali-
brated piezoelectric actuator. (c) Diffraction images (640 528 px) of the
pushed cantilever (top pattern) are shorter than the patterns from the relaxed
cantilever by a factor of ð1þ 4bzÞ. This corresponds to a lensing effect from
the curved mirror formed by the cantilever. (d) The experimentally meas-
ured pattern size changes linearly with the cantilever tip displacement
closely overlapping the model. (e) The curvatures of six cantilevers as a
function of time. Cantilevers functionalized with MHA (top) and HDT (bot-
tom) have different static bending and different sensitivity to pH changes.
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causes different static bending of the cantilevers as well as
different sensitivities to pH. The variation in static and
dynamic bending among cantilevers with the same function-
alizations is commonly observed and reveals the difficulties
in preparing consistent surface modification in small areas.
The inconsistency upon functionalization of nominally iden-
tical cantilevers remains an open question of utmost impor-
tance but is beyond the scope of this work. Our
implementation of NANOBE allows direct observation of
unexpected objects on the surface, lateral torsion, and some
but not all other sources of error typically undetectable by
OBDT.
To demonstrate the resolution of small deflections in liq-
uid, we step the temperature of the cantilever in increments
of 0:0560:01C around 25C. The different thermal expan-
sion of silicon and gold causes the micro-structure to bend.
Figure 4 shows that the measured deflection is well-resolved
even for these small changes in temperature. The inset on the
right hand side shows the density of measured deflections,
featuring well-resolved maxima and negligible overlap of
the individual distributions. The cantilever is found to bend
around 150 nm=C, in good agreement with previous meas-
urements and models.28
The main output of the NANOBE method is the size of
a diffraction pattern which is independent of the region of
the detector that is used to capture it and, therefore, insensi-
tive to small misalignments of the light source or detector
and independent of the orientation of the cantilever. The pat-
tern size measured in units of pixels is directly translated to
an absolute value for the curvature using
c2 ¼ ðSo  ScÞ=ð4zScÞ; (11)
where So is the observed pattern size in pixels, Sc ¼ qLc,
where Lc is the cantilever length and q is the resolution of
the sensor in pixels per length, and z is the distance to focus.
In contrast to the standard laser beam deflection method
where the optical lever arm needs to be carefully fixed and
measured, our method is entirely self-calibrated, i.e., the
known geometry of the cantilever array gives the conversion
ratio between length and pixels, and the cross section of the
diffraction pattern reveals the effective value of distance z.
Nonetheless, if there are any doubts, these values are also
available to the experimentalist by physically measuring the
geometry of the experimental setup. The changes of the tilt
c1 are also available from the centroid of the diffraction pat-
tern, and the higher orders of curvature c3 and above can be
estimated from the overall intensity gradients for each
pattern.
Provided the Fresnel number is large enough (Fig. 2(a)),
the diffraction patterns will be localized even for narrow can-
tilevers (10lm) with negligible cross-talk between adjacent
cantilevers, therefore allowing independent analysis of
simultaneously imaged patterns.
The resolving power of the system is proportional to the
magnitude of z, to the number of pixels covered by the pat-
tern and inversely to the noise level of the detector. Our
experiments were performed with a simple USB 1280
1024 px Monochrome CMOS (Thorlabs DCC1545M) at 1
frame per second where each pattern covered only around
400 pixels; therefore, a much improved resolution can be
expected from a high-end detection system and higher sam-
pling rates.
We have invented a near-field method for measuring
cantilever bending which is much more robust and simpler
to implement than the standard optical beam deflection meth-
ods. The method is model-free and gives independent values
for tilt, curvature, and higher order bending. It relies on
curved mirror diffraction and is insensitive to misalignment,
opening the way to a variety of devices for nanometrology,
inexpensive from both the manufacturing and operational
points of view. We envision future devices ranging from
force microscopes to biochemical assays where cantilevers
of various geometries that could even be weakly tethered (or
untethered) to substrates using inexpensive hardware compa-
rable to a portable CD player and a computer webcam.
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